Chest CT with Ultra-High Resolution Collimator for Sub-millimeter Fat Plane Detection: A Phantom Study

Poster No.: C-1207
Congress: ECR 2013
Type: Scientific Exhibit
Authors: Y. Shimomiya, M. Kondo, M. Nagao, K. Higuchi, S. Tokuyasu, H. Arimura, Y. Nakamura, T. Yoshiura; Fukuoka/JP
Keywords: Lung, Mediastinum, CT-High Resolution, Physics, Cancer
DOI: 10.1594/ecr2013/C-1207

Any information contained in this pdf file is automatically generated from digital material submitted to EPOS by third parties in the form of scientific presentations. References to any names, marks, products, or services of third parties or hypertext links to third-party sites or information are provided solely as a convenience to you and do not in any way constitute or imply ECR's endorsement, sponsorship or recommendation of the third party, information, product or service. ECR is not responsible for the content of these pages and does not make any representations regarding the content or accuracy of material in this file.

As per copyright regulations, any unauthorised use of the material or parts thereof as well as commercial reproduction or multiple distribution by any traditional or electronically based reproduction/publication method is strictly prohibited.

You agree to defend, indemnify, and hold ECR harmless from and against any and all claims, damages, costs, and expenses, including attorneys' fees, arising from or related to your use of these pages.

Please note: Links to movies, ppt slideshows and any other multimedia files are not available in the pdf version of presentations.

www.myESR.org
Purpose

Lung cancer is the most important malignancy in Japan, with a mortality rate of about 55.7 deaths per 100,000 inhabitants, making it the leading cause of cancer-related death (reference 1). Improvement of the detection of the fat plane by chest CT and chest MRI is directly related to the accuracy of preoperative diagnoses of the T factor in lung cancer of the chest wall and mediastinal invasion (references 2-4). The accuracy of chest MRI is higher than that of chest CT for the detection of the fat plane (reference 5), but the duration of the breath-holding required in chest MRI is longer than that in chest CT, and the directional accuracy of chest MRI is dependent on the stability of the susceptibility of the fat. Average life span and life expectancy have grown, and the incidence of lung cancer diagnosed in elderly patients is rising (reference 6). The breath-holding time for chest CT is shorter than that for chest MRI; therefore, improvement of the fat plane detection is required.

An ultra-high resolution collimator (UHR) improves the spatial resolution in the XY-plane of CT; however, the UHR increases the image noise dramatically; therefore, the UHR is clinically used for high-contrast objects such as the inner ear. Noise reduction image reconstruction technology has been developed in recent years; therefore the technology might make possible the use of UHR for non-high contrast objects such as the fat plane with the administration of a routine radiation dose to the chest. The purpose of this study is to assess the potential improvement of fat detection by chest CT with UHR in a phantom study.

Methods and Materials

Phantom Scanning and Image Reconstruction:

A phantom (ODA Type - 3D Digital Image Assessment Phantom; Kyoto Kagaku, Kyoto, Japan) consists of 0.4, 0.5, 0.7, 1.0, 1.5 and 2.0-mm diameter holes; salad oil was inserted into the holes to simulate fat. The phantom was scanned six times with and without HUR by a 256-slice multidetector CT at the phantom’s direction in the X-Y and the Z planes (Fig. 1). The scanning parameters with UHR included a rotation time of 1500 milliseconds; 20×0.625 mm collimation; tube voltage, 120 kV; 1000 mAs; small focal spot; and pitch, 0.14. Those without UHR included a rotation time of 1500 milliseconds; 16×0.625 mm collimation; tube voltage, 120 kV; 1000 mAs; small focal spot; and pitch, 0.20. The scanned data were reconstructed by filtered-back projection with the following reconstruction parameters: slice thickness, 0.67 mm; standard (B) reconstruction kernel; display field of view, 150 mm. The multi-planner reformat was reconstructed by the workstation with a slice thickness of 3.0 mm.
**Measurement of fat detectability:**

The improvement of fat detection was assessed by full width at half maximum (FWHM) and a contrast value of the profile (reference 7), which was obtained by a numerical slit (1 x 20 pixels) on multi-planer reformat images. We assumed that the fat was visible when the fat's FWHM was measurable. The contrast value was the Hounsfield unit (HU) between the peaks and valleys of the profile curve in the holes.

**Statistics**

The comparisons of the contrast values with UHR and without UHR were performed by use of the two-tailed paired t-test assuming equal variance for the X-Y plane and assuming unequal variance for the Z plane. The statistical analyses were performed with commercially available software (JMP, version 9.0, SAS Institute, Cary, NC, USA). Data are expressed as means ± SD. For all statistical analyses, a p-value of less than 0.05 was considered to indicate significance.

**Images for this section:**
Fig. 1: Illustrations demonstrate the position of the phantom (a) in the X-Y plane and (b) in the Z plane. The pictures show the position of the phantom (a) in the X-Y plane and (b) in the Z plane.
Results

The contrast values are listed in Table 1. In the X-Y plane, the contrast values with UHR were significantly higher than those without UHR over 1.0 mm. The FWHMs are shown in Fig. 2. The minimum detected diameters of the holes were 0.7 mm with UHR and 1.0 mm without UHR in the X-Y plane, and 0.7 mm both with and without UHR in the Z plane. The phantom images are shown in Fig. 3.

Images for this section:

Fig. 1: Illustrations demonstrate the position of the phantom (a) in the X-Y plane and (b) in the Z plane. The pictures show the position of the phantom (a) in the X-Y plane and (b) in the Z plane.
**Fig. 2:** FWHM with UHR and without UHR in the X-Y plane and in the Z plane. FWHM = full width at half maximum.
Fig. 3: Phantom images with UHR and without UHR in the X-Y plane and in the Z plane. Red frames demonstrate that the images were evaluated as visible by measurement of the FWHMs of the profiles. UHR = Ultra-high resolution collimator.
Fig. 4: The contrast values with UHR and those without UHR in the X-Y plane and in the Z plane. The differences between the contrast values with UHR and those without UHR were assessed using the two-tailed paired t-test assuming equal variance for the X-Y plane and assuming unequal variance for the Z plane. A p-value of less than 0.05 was considered to indicate significance.

| Hole’s diameter (mm) | X-Y plane | | | Z plane | | |
|----------------------|-----------|----------|----------|-----------------|----------|
|                      | Contrast value (HU) | | |                      | Contrast value (HU) | | |
|                      | With UHR | Without UHR | P | With UHR | Without UHR | P |
| 2.0                  | 72.0 ± 2.9 | 65.91 ± 0.5 | 0.0030 | 79.3 ± 1.2 | 80.3 ± 1.1 | 0.2020 |
| 1.5                  | 49.9 ± 1.2 | 44.6 ± 0.3 | 0.0001 | 56.2 ± 1.0 | 56.5 ± 0.9 | 0.6315 |
| 1.0                  | 26.4 ± 1.6 | 20.1 ± 0.5 | 0.0001 | 29.0 ± 0.8 | 28.6 ± 1.3 | 0.5548 |
| 0.7                  | 13.8 ± 2.4 | 11.6 ± 0.7 | 0.0952 | 16.1 ± 0.7 | 14.4 ± 0.5 | 0.0016 |
| 0.5                  | 7.1 ± 0.8 | NA | NA | 6.9 ± 0.6 | 7.3 ± 0.3 | 0.3215 |
| 0.4                  | NA | NA | NA | NA | NA | NA |
Conclusion

The contrast values in the X-Y plane for holes over 1.0 mm in diameter with UHR were significantly higher than those without UHR because of the improvement of the spatial resolution in the X-Y plane by UHR. This improvement might be the cause of the improvement of the reliability of the detection of over 1.0-mm-thickness fat plane clinically. The contrast values in the X-Y plane of 0.7-mm diameter holes with UHR were higher than those without UHR, although the differences were not significant. In addition, the FWHMs in the X-Y plane were measurable only with UHR. Consequently, the improvement of the spatial resolution by UHR enables the detection of a sub-millimeter fat plane in the X-Y plane.

The contrast values in the Z plane for holes over 1.0 mm in diameter with UHR showed no significant difference compared with those without UHR; however, the contrast values in the Z plane of 0.7-mm diameter holes with UHR were significantly higher than those without UHR. The contrast improvement was confirmed because the improvement of the spatial resolution in the X-Y plane only influenced small objects in the Z plane with the effective slice thickness. Consequently, the improvement of the spatial resolution by UHR improved the image quality of a sub-millimeter fat plane in the Z plane.

We concluded that the chest CT with UHR improved fat plane detection in both the X-Y plane and the Z plane. The potential improvement of the spatial resolution by UHR enables the detection of sub-millimeter fat planes in the future with noiseless reconstruction technology.

References

Reference

1. Cancer Statistics in Japan 2011: Center for Cancer Control and Information Services, National Cancer Center, Japan.


**Personal Information**

Yamato Shimomiya, RT

Department of Medical Technology,

Kyushu University Hospital,

Fukuoka, Japan.

E-mail: simomiya@med.kyushu-u.ac.jp